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Table S1. SNR of the spectrum after fast Fourier transform  

Parameters 

(Mean ± SD) 

Control 

(n=10) 

Anemia 

(n=10) 

SNRRBC 28.07 ± 18.78 12.80 ± 5.79 

SNRTP 10.49 ± 3.41 10.18 ± 2.98 

 

 

Figure S1. Bland-Altman plots comparing hematocrit (Hct) values obtained from different 

methods. (A) Comparison between Hct values from the proposed method and blood tests. (B) 

Comparison between Hct values from the proposed method and CSSR. (C) Comparison 

between Hct values from blood tests and CSSR. 

 

 

 


